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ABSTRACT 


An  optical  method  to  determine  radial  temperature  and  water  vapor 
concentration  profiles  from  a  radiating  combustion  source  is  presented. 
Equations  for  radiance  and  transmissivity  using  the  random  band  model 
with  constant  line  widths  and  a  delta-function  distribution  for  line 
strengths  are  written  for  a  hypothetical  cylindrically  symmetrical 
source.  A  numerical  iterative  technique  of  solution  of  these  equations 
for  temperature  and  water  vapor  concentration  from  measured  radiance 
and  transmittance  profiles  is  presented,  utilizing  band  model  param¬ 
eter  data  from  the  literature.  Experimental  data  from  a  small 
hydrogen-air  burner  are  used  to  verify  the  analytical  treatment. 
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SECTION  I 
INTRODUCTION 


Systems  involving  flow  of  a  gas  through  a  nozzle  in  which  combus¬ 
tion  has  occurred  or  is  occurring  present  a  formidable,  if  not  impossible, 
problem  to  the  theorist  attempting  to  calculate  the  properties  of  the 
effluent  in  all  but  ideal  cases.  Generally,  any  real  system  deviates  con¬ 
siderably  from  the  ideal  because  of  combustion  inefficiencies,  boundary 
layers,  radiative  cooling,-  etc.  Therefore,  measurements  of  some  of 
the  effluent  properties  become  a  necessity  to  fully  understand  the  flow 
process.  Considerable  effort  has  been  expended  at  AEDC  in  recent 
years  to  develop  experimental  techniques  for  determining  certain  of  the 
chemical,  physical,  and  flow  parameters  of  these  complicated  systems. 
An  area  in  which  the  efforts  have  culminated  in  a  successful  measure¬ 
ment  technique  is  one  of  using  infrared  radiance  and  transmissivity  data 
to  determine  water  vapor  concentration  and  temperature  profiles  across 
a  plane  in  the  effluent.  That  technique  is  the  subject  of  this  report. 

The  method  presented  herein  consists  of  representing  molecular 
radiance  and  transmissivity  using  a  mathematical  band  model  rather 
than  using  expressions  from  quantum  theory  which  require  the  knowledge 
of  fundamental  molecular  constants,  many  of  which  are  either  not  avail¬ 
able  or  not  sufficiently  accurate  for  some  of  the  more  prevalent  com¬ 
bustion  product  molecules.  The  band  model  equations,  first  developed 
by  astrophysicists  (Ref.  1)  for  calculating  atmospheric  transmissivities 
have  been  extensively  utilized  in  the  past  few  years  for  calculations  of 
the  radiative  heat  transfer  from  rocket  exhausts.  In  the  typical  radia¬ 
tive  heat  transfer  application,  the  temperature  and  partial  pressure 
distributions  of  each  molecular  radiator  are  assumed,  and  the  radiance 
(which  requires  a  knowledge  of  the  transmissivity)  is  calculated.  The 
inverse  problem,  that  of  calculating  temperature  and  partial  pressure 
distributions  from  a  knowledge  of  the  gas  radiance  and  transmissivity, 
is  treated  herein.  The  method  utilizes  experimentally  verified  expres¬ 
sions  for  the  radiance  and  transmissivity  of  the  2.  7-p  water  vapor  band 
using  a  random  band  model  .with  constant  line  widths  and  a  delta-function 
distribution  for  line  strengths.  These  expressions,  in  conjunction  with 
measured  radiance  and  transmissivity  data,  are  then  used  to  calculate 
the  water  vapor  partial  pressure  and  temperature  profiles  through  a 
procedure  which  involves  an  inversion  of  temperature  and  pressure 
rather  than  emission  coefficient  and  absorptivity  as  is  usually  done  for 
optically  thin  inhomogeneous  gases.  Also  included  are  experimental 
data  from  a  hydrogen-air  burner  having  known  properties  which  are 
used  to  validate  the  calculative  procedure  presented. 
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SECTION  II 
THEORY 


For  most  applications  of  diagnostics  using  emitted  radiation  from 
an  optically  thin,  inhomogeneous,  axisymetric  gas  stream,  the  meas¬ 
ured  intensity  profile  is  inverted  by  the  Abel  Integral  Transform  to  a 
radial  profile  of  emission  coefficients  which  are  directly  relatable  to 
local  densities  and  temperature  (Ref.  2).  For  cases  where  the  gas  is 
not  optically  thin  but  the  Beer-Lambert  law  of  absorption  holds,  the 
measured  intensities  can  still  be  inverted  to  emission  coefficients  using 
a  more  complicated  inversion  technique,  When  the  diagnostics  are  per¬ 
formed  from  the  measured  transmittance  of  an  external  source  through 
the  gas  stream,  the  Abel  inversion  can  also  be  done  if  the  Beer-Lambert 
law  holds,  and  the  resulting  transmittance  related  to  temperature  and 
density.  Unfortunately,  the  Beer-Lambert  law,  which  simply  relates 
the  attenuation  through  a  path  to  a  geometrical  factor,  does  not  hold 
when  the  spectral  interval  encompasses  several  lines  within  a  band 
(Ref.  3).  The  closely  packed  line  structure  of  molecules  like  H2O  and 
CO2  which  make  up  the  bulk  of  most  combustion  gases  are  cases  in 
point,  and  direct  inversion  techniques  cannot  be  used.  This  report  is 
concerned  with  the  use  of  spectral  band  models  which  were  designed  to 
handle  the  transmission  of  radiation  through  inhomogeneous  paths. 

The  use  of  models  to  represent  individual  or  composite  bands  of 
structurally  complex  molecular  species  such  as  H2O  or  CO2  is  neces¬ 
sary  because  of  the  large  number  of  lines  which  are  overlapping  or 
superimposed.  The  models,  referred  to  as  band  models,  provide  a 
mathematical  means  of  averaging  over  the  fine  structure,  without  dis¬ 
torting  the  band  contour,  by  assuming  combinations  of  randomly  or 
evenly  spaced  lines  with  a  constant  or  varying  distribution  of  intensi¬ 
ties.  For  the  H2O  molecule  in  the  2.  7-ju  band,  experimental  verifica¬ 
tion  has  been  provided  in  Ref.  4  for  the  use  of  the  random  band  model 
with  constant  line  widths  and  a  delta  function  distribution  of  line  strengths. 

Equations  (1)  through  (6)  below  (derived  in  detail  in  Ref.  4)  are  ex¬ 
pressions  for  radiance  and  transmissivity  using  the  band  model,  which 
is  formulated  for  the  homogeneous  case,  and  the  Curtis -Godson  approxi¬ 
mation,  which  allows  extension  from  the  homogeneous  to  the  inhomo¬ 
geneous  case. 

The  equation  for  radiance  (N)  from  a  gas  is 

N  =  2  NbF,)^^  rjj  (1) 
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where  Ng(T^)  =  Planck's  blackbody  radiance  at  temperature,  (Tj)  and  a 
particular  frequency 

t.  =  Transmissivity  of  zones  1,  2,  .  .  .  ,  i 
=  Transmissivity  of  zones  1,  2,  ,  i-1 

The  equation  for  transmissivity  of-  a  single  zone  of  constant  tem¬ 
perature  and  pressure  derived  using  the  random  band  model  with  con¬ 
stant  line  widths  and  a  delta-function  distribution  for  line  strengths  is 

-Inr  =  2rr  Ql)/U)  (2) 

where 


Use  of  the  Curtis -Godson  approximation  (Ref.  4)  allows  an  imme¬ 
diate  extension  of  Eq.  (2)  to  the  many-zone  (inhomogeneous)  case: 


-£n  r 


rh 


V  ~^n  rh 

T  xh  - 

H  f(«h) 


(4) 


The  symbols  in  Eqs,  (2),  (3),  and  (4)  are  as  follows: 

t  =  transmissivity 

7  =  line  half-width  at  half  height,  cm 
S  =  line  strength 


d  =  line  spacing,  cm 


S/d,  7/d  =  band  model  parameters 
i  =  zonal  path  length,  cm 
h  =  reference  to  a  single  zone 


The  terms  (y/d)^  and  (S/d)^  for  a  particular  zone  are  further  defined  as 
follows : 


(5) 

(6) 
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where: 

7°/d,  S°/d  =  experimentally  determined  tabular  func¬ 
tions  of  temperature  (Ref.  5) 

p^a  =  pressure  of  the  absorbing  gas  in  zone  h, 
atm 

Ph^  =  pressure  of  a  broadening  gas  (s),  atm 

f(x)  =  Ladenburg  and  Reiche  (L-R)  function 
(tabular  functions  of  x)  (Ref.  6) 

As  previously  noted,  transmission  of  band  radiation  through  com¬ 
bustion  gases  does  not  obey  Beer's  law.  Therefore,  the  radiance  (N) 
and  the  transmissivity  (t)  cannot  be  scanned  laterally  outside  the  gas 
and  inverted  to  radial  positions  using  geometrical  methods  such  as  that 
provided  by  the  Abel  integral.  However,  Eqs.  (1)  and  (4)  are  expres¬ 
sions  for  the  radiance  and  transmissivity  in  the  inhomogeneous  gas  in 
four  unknowns,  and  ph  and  the  measurable  quantities  N  and  r,  and 

therefore  are,  in  principle,  solvable  for  the  and  p^  quantities. 

In  order  to  demonstrate  a  method  of  solution,  consider  a  baromet¬ 
rically  and  thermally  inhomogeneous,  axisymmetric,  three -zone  case, 
such  as: 


Na’  Ta 

Nb>  Tb 

N  ,  T 
c  ’  c 


Nb,  Nc  and  Ta,  t^,  tc  are  measured  quantities;  Tj,  Tg,  T3  and 
Pp  P2»  P3  are  the  unknown  quantities.  The  effective  zonal  path  length 
(i)  is  defined  by  the  geometry  and  is,  therefore,  a  known  quantity. 

a.  First  Zone 


Since  this  is  a  single  zone,  the  measurable  quantities  Na  and  ra  are 
directly  substituted  into  Eq.  (1);  thus 

=  NB  (TiHl  -  rB]  (a-  1) 
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from  which  Ng(T^),  a  value  for  the  Planck  blackbody  function,  is 
directly  obtained.  This  immediately  yields  Tj.  From  tabulated  values, 
(S°/d)i  and  (7°/d)1  for  Tj  are  obtained,  and  Eqs.  (5)  and  (6)  can  be 
written  for  zone  1: 


(f),  -■ 

a  ■  ffi  -• 


(Note  that  the  foreign  gas  broadening  term  of  Eq.  (5)  has  been  omitted 
here.  This  term  can  be  represented  by  a  constant  multiplier  or 
assumed  to  be  zero  depending  on  the  constituents  of  the  gas  under  ob¬ 
servation.  )  Substitution  of  these  expressions  into  Eq.  (3)  yields 


The  Pja  terms  can  be  cancelled,  and  the  value  of  xj  is  obtained  and 

used  in  the  Ladenburg  and  Reiche  (L-R)  function  tabulation  to  obtain 
f(xj).  Substitution  into  Eq.  (2)  then  yields 

-&»ri  =  2ff  Pi  f  Oq)  (a-5) 

which  can  be  immediately  solved  for  pja,  the  other  desired  quantity. 

b.  Second  Zone 

Because  of  the  First  Zone  calculation  just  shown  and  the  axis  of  sym¬ 
metry  of  the  gas  source,  p^,  Tj,  (y/djj,  (S/d)j,  and  Ng(Ti)  are 

known  for  the  zone  in  which  and  are  the  measured  quantities. 

Therefore,  xj  and  f(xj)  for  the  appropriate  S.  can  be  directly  calculated 
using  Eq.  (3)  and  the  L-R  function. 

Equation  ( 1)  for  position  b  is 

Nb  =  Nb  (Tj)  [1  -  rj]  +  Ng  (T 2)  trl  -  r2l]  +  Nb(Ti)I>2i  -  r12 1  ]  ( b -  1 ) 

where  Ti21  =  Tb  and  t^ie  unknowns  are  Ng(T2)  and  t 2\ . 
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Equation  (4)  for  position  b  is 


(b-2) 


Unknowns  in  this  equation  are  -in  T2  and  X2  (f(x2)  is  also  unknown  but 
is  determined  through  the  L-R  function  from  the  value  of  X2). 


Equations  (b-1)  and  (b-2)  are  two  equations  in  two  unknowns, 

P2  and  T2;  however,  they  cannot  be  written  in  terms  of  these  two 

parameters  and  solved  simultaneously  because  of  the  tabular  nature  of 
S°/d,  T°/d,  and  f(x).  Therefore,  an  iterative  scheme  is  necessary 
for  the  solution  of  (b-1)  and  (b-2).  Assume  that  the  radiance  and 
transmissivity  can  be  written  functionally: 


N  =  N  (Ti,  p>) 

T  =  T  (Ti,  Pi) 


(b-3) 


where  the  subscript  "i"  refers  to  the  inner  zone  for  which  the  proper¬ 
ties  are  unknown.  This  functional  form  notes  that,  for  all  zones  other 
than  the  ith,  the  T’s  and  p's  are  known  and  may  be  considered  constant. 
Forming  the  differential  of  (b-3)  then  gives 


JN  = 

3N 

3Ti 

dT;  +  9N 
dpi 

dpi 

dr  = 

0r 

0Tj 

dr 

dTj  +  a 

9Pi 

dpi 

(b-4) 

where  Eqs.  (b-1)  and  (b-2)  can  be  used  to  obtain  the  partial  derivatives. 

Now,  let  some  Tj,  p^  be  assumed.  Call  these  T^0^,  p^®^,  and 

use  these  to  calculate  radiance,  transmittance,  and  the  partial  deriva¬ 
tives  in  the  system  (b-4)  or 


N(0) 

=  N  (Ti 

r(0) 

=  rOY 

O 

O 

Nx  -  K(0) 

d  N  I 

(Ti(l>  - 

TiCo))  + 

3N| 

(Pi(l)  - 

Pi101) 

~  dTj  1 

9Pi| 

Ti(0),  Pi<0) 

rx  -  r<°> 

dT 

(Tjd)  _ 

Ti(0>)  + 

hr 

|  (Pi(1)  - 

Pi10') 

3T; 

3Pi 

T.<0)  n.(0> 

1  1  *  P  1 

Ti(0),  Pi<0) 

(b-5) 
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where  the  subscript  x  refers  to  the  experimentally  measured  values, 
and  the  identification  of  dN  with  Nx-N(0),  dT^  with  T^^-T^®),  etc.,  is 

obvious.  Since  the  values  for  T^®)  and  p^®)  were  assumed,  the  only 
unknowns  in  the  system  (b-5)  are  and  p^D;  they  occur  in  a 

2  by  2  linear  system,  and  the  solution  for  them  is  immediate. 

The  p^  ^  is  a  first  approximation  to  the  true  value  T^,  p^  for 

the  unknown  zone.  However,  the  Eqs.  <b-l)  and  (b-2)  are  quite  non¬ 
linear  in  Tj,  p^,  and  the  process  must  be  repeated  using  D,  p^  D  to 

calculate  a  new  1),  which  in  turn  will  lead  to  a  p.(2)#  The 

technique  is  iterated  until  the  values  of  N  and  r,  calculated,  agree  with 
the  experimentally  measured  values  within  predetermined  limits.  The 
converged  value  is  then  the  T,  p  ascribed  to  that  zone  of  the  gas. 

Hence,  for  the  second  zone,  since  any  reasonable  guess  is  satis¬ 
factory  for  the  zeroth  approximation,  start  with  T^®^  =  T  ]_  and 
p2(®)  =  pp  The  values  calculated  from  (b-1)  and  (b-2)  are  compared 
with  Nb,  Tb  which  suggests  the  T2^  p2^,  and  the  process  is  iterated 

until  the  convergence  criteria  are  satisfied. 

c.  Third  Zone 

The  extension  to  the  third  zone  (and  subsequent  zones)  where  Nc 
and  tc  are  the  measured  quantities  follows  the  method  outlined  above 
for  the  second  zone.  Equations  (1)  and  (4)  are  written  with  additional 
known  terms  for  the  two  p2  and  T2  zones  resulting  in  two  equations  in 
two  unknowns,  pg  and  T3,  which  are  then  solved  by  the  iterative  com¬ 
puter  solution  discussed  above. 


SECTION  III 

APPLICATION  OF  METHOD 


To  apply  the  calculative  method  discussed  in  the  previous  section 
to  a  real  system,  a  knowledge  of  the  band  model  parameters  is  neces¬ 
sary.  For  the  water  vapor  molecules  the  parameters  K,  absorption 

coefficient,  and  — — ,  the  fine  structure  parameter,  are  given  in  Ref.  5 
dLR 

as  a  function  of  wave  number  (i>)  and  temperature.  For  pure  collision 
broadening  (Lorentz)  the  absorption  coefficients  and  the  fine  structure 


7 


AEDC-TR-71-80 


parameters  are  related  to  the  band  model  parameters  through  the 
following  two  equations: 


and 

y°  To  1 

«*  y  T  dLH 

where 

Tq  =  273°K 

7*  =  0.  44  (an  empirical  constant  from  Ref.  5) 

The  tabulated  values  of  K  are  listed  for  temperatures  of  300,  600,  1000, 
1500,  2000,  2500,  and  3000°K  and  for  v  =  50  to  9300  cm-*  at  intervals 
of  25  cm-1.  The  values  of  l/dj^R  are  listed  at  the  same  temperature 
and  the  same  wave  number  intervals  from  v  =  1150  to  7500  cm-*. 
Utilization  of  the  parameters  was  accomplished  by  means  of  fifth-degree 
polynominal  curve  fits  in  the  computer  program.  In  order  to  use  a  spec¬ 
tral  interval  greater  than  25  cm“l,  as  was  done  in  the  experiment 
described  below,  it  was  necessary  to  check  the  variation  of  the  param¬ 
eters  with  v  for  the  expected  temperature  range  over  the  spectral  in¬ 
terval  to  be  used.  If  necessary,  adjustment  of  the  parameters  must  be 
made  such  that  they  represent  average  values  for  the  spectral  interval. 
For  the  case  described  herein,  however,  no  adjustment  of  the  param¬ 
eters  was  necessary  since  the  values  given  for  4000  cm"*  represented 
average  values  from  3900  to  4100  cm~l  over  the  temperature  range 
expected. 

To  demonstrate  the  applicability  of  the  analytical  approach 
described  in  the  previous  section  and  to  provide  a  check  on  the  com¬ 
puter  program,  radiance  and  transmissivity  data  were  obtained  using  a 
small  hydrogen-air  burner  which  had  previously  been  studied  quite 
extensively  using  thermocouple  probes. 

A  schematic  diagram  of  the  experimental  apparatus  is  shown  in 
Fig.  1,  and  details  of  the  burner  are  shown  in  Fig.  2.  The  apparatus 
consists  of  a  burner  and  an  emission-absorption  spectroradiometer. 

The  burner  is  a  premixed,  flat  flame  type  in  which  the  reactant  gas 
mixture  issues  from  the  .burner  grid  with  a  uniform  velocity  distribu¬ 
tion  across  the  grid,  resulting  in  a  uniform  temperature  profile  across 
most  of  the  grid  when  the  premixed  effluent  is  burned.  The 
spectroradiometer  consists  of  source  and  receiver  units.  A  variable 
temperature  globar  in  the  source  unit  generated  a  beam  of  infrared 
radiation  which  was  modulated  by  a  mechanical  chopper  at  a  frequency 
of  300  cps  and  focused  through  the  burner  flame  to  the  receiver  unit 
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using  a  pair  of  matched  focusing  mirrors.  A  second  chopper  operating 
at  a  frequency  of  13  cps  was  located  inside  the  receiver  unit  prism 
monochromator  which  was  set  to  pass  radiation  at  a  wavelength  of 
2.  5  /u  with  an  equivalent  slit  width  of  193  cm~^.  The  radiation  was  de¬ 
tected  by  a  lead  sulfide  detector.  A  blackbody  was  used  at  the  same 
location  as  the  burner  to  calibrate  the  receiver  unit  in  order  to  make 
absolute  intensity  measurements.  Absorption  measurements  were 
made  by  observing  the  attenuation  of  the  modulated  globar  radiation 
passing  through  the  flame  with  the  receiver  chopper  stopped  in  an  open 
position.  To  make  the  flame  emission  measurements,  the  globar 
radiation  was  blocked  by  a  shutter,  and  the  receiver  chopper  was 
started.  The  absorption  and  emission  signals  were  recorded  on  a 
strip-chart  recorder  after  amplification,  using  synchronous  amplifiers 
tuned  to  the  chopper  frequencies. 

The  burner  is  mounted  on  a  traversing  mechanism  which  allows 
movement  normal  to  the  optical  path  to  obtain  data  from  parallel  adja¬ 
cent  paths  through  the  flame.  Both  the  source  and  receiver  units  of 
the  spectroradiometer  were  enclosed  and  purged  continuously  with  dry 
nitrogen  to  eliminate  the  effects  of  atmospheric  water  vapor  absorption 
in  the  optical  path  of  the  instrument. 

/ 

Experimental  radiance  and  transmissivity  data  are  shown  in  Fig.  3. 
The  data  were  obtained  across  a  plane  located  a  distance  of  6.  4  mm 
above  the  burner  grid  with  the  hydrogen-air  burner  operating  at 
stoichiometric  conditions. 

The  results  of  using  the  data  in  Fig.  3  to  determine  temperature 
and  water  vapor  concentration  profiles  by  the  techniques  presented  in 
Section  II  are  shown  in  Fig.  4.  The  band  model  parameters  S°/d  and 
7°/d  were  obtained  from  Ref.  5.  For  comparison  purposes,  a  thermo¬ 
dynamic  calculation  of  the  flame  temperature,  considering  the  burner 
cooling  water  enthalpy  increase  and  the  inlet  gas  temperatures  but 
ignoring  radiative  losses,  predicted  a  temperature  of  2270°K,  which 
compares  favorably  (5  percent)  with  the  measured  temperature  near 
the  flame  center  (Fig.  4).  As  a  further  comparison,  the  water  vapor 
mole  fraction  was  also  determined  using  the  same  program.  The 
calculated  value  of  0.  34  atm  agrees  extremely  well  with  the  measured 
value  for  the  water  vapor  pressure  (Fig.  4)  near  the  1-atm  flame  center. 

It  should  be  noted,  however,  that,  for  the  experimental  test  case, 
the  value  of  x  (see  Eq.  (3))  fell  below  or  very  near  0.  1,  thus  resulting  in 
f(x)  =  x  (within  5  percent).  When  f(x)  =  x,  Eq.  (4)  reduces  to 

-fn  r  =  2  (-fnn,)  (7) 

which  is  equivalent  to  an  expression  of  Beer's  law. 
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SECTION  IV 
CONCLUSIONS 


A  noninterference  optical  method  was  developed  for  determining  the 
radial  profiles  of  temperature  and  water  vapor  concentration  in  a  radi¬ 
ating,  cylindrically  symmetrical  gas  flow.  Radiance  and  transmissivity 
measurements  through  several  path  lengths  are  required.  Based  on  the 
experimental  results  obtained  by  applying  the  method  to  an  H2~Air  flame 
at  1-atm  pressure,  the  technique  developed  herein  has  been  satisfac¬ 
torily  validated  by  comparison  with  thermodynamic  calculations. 
Although  a  simpler  calculative  procedure  could  have  been  used  to  obtain 
temperature  and  concentration  (Eq.  7  rather  than  Eq.  4),  the  general 
equations  and  iterative  procedures  described  in  Section  II  were  used  to 
obtain  the  results  shown  in  Fig.  4,  thus  validating  the  use  of  the  equa¬ 
tions  and  the  computer  program. 

Extension  of  the  theory  is  possible  to  other  combustion  product 
molecules  such  as  CO  and  CO2  as  well  as  to  cases  where  the  source 
shape  is  known  but  different  from  the  cylindrically  symmetric  case 
presented  here. 


REFERENCES 


1.  Goody,  R.  M.  Atmospheric  Radiation  I,  Theoretical  Basis,  Oxford 

Clarendon  Press,  Great  Britain,  1964. 

2.  Griem,  H.  R.  Plasma  Spectroscopy.  McGraw-Hill,  New  York, 

1964. 

3.  Penner,  S.  S.  Quantitative  Molecular  Spectroscopy  and  Gas 

Emissivities.  Addison-Wesley  Publishing  Co. ,  Reading, 
Massachusetts,  1959. 

4.  Krakow,  B.  ,  Babrov,  H.  J.,  Maclay,  G.  J.  and  Shabolt,  A.  L. 

"Use  of  the  Curtis -Godson  Approximation  in  Calculations  of 
Radiant  Heating  by  Inhomogeneous  Hot  Gases.  "  Applied  Optics, 
Vol.  5,  No.  11,  1966,  p.  1791. 

5.  "Study  of  Exhaust  Plume  Radiation  Predictions. 11  NASA-CR-61233, 

July  1968. 

6.  Kaplan,  L.  D.  and  Eggers,  D.  F.  "Band  Strength  of  15/lx  CO2 

Band  Using  Curve  of  Growth  (nitrogen  broadening)."  Journal  of 
Chemical  Physics,  Vol.  25,  1956,  p.  876. 


10 


AEDC-TR-71-80 


APPEMDIX 

ILLUSTRATIONS 
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Fig.  1  Schematic  Diagram  of  Experimental  Apparatus 
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Fig.  4  Temperature  and  Water  Vapor  Pressure  Profiles  Determined  from  Data  of  Fig.  3 
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